<&,  MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
5Z STATE PUBLIC HEALTH LABORATORY
i) BREATH ALCOHOL PROGRAM
DATAMASTER MAINTENANCE REPORT (recewe o }#_a

| By Carcl Day a1 3:51 am, Wov 05, 7013

Complete this report at the time of the regular monthly preventive malntenance check {not to exceed 35 days).
Complete this report whenever the Instrument is serviced or repaired and whenever it is placed into service,
Retain the orighnal and send a copy within 15 days to the Breath Alcohoel Program, DHSS,

DATE OF IRSPECGTION

DATAMASTER 8N NAME OF AGENCY
201302 3T. JOSEPH POLICE DEPARTMENT 1170472013
‘[ LocaTion oF INSTRUMENT (STREET AND CITY) TIME OF INSPEGTION
501 FARAON ST. JOSEPH 1702

CHECKLIST: Place a mark In the box by each ltem if found to he salisfaclory or If operaling within established limits. {Write in observed values
where defermined.) Unmarked items must be correcled before using instrument.

DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME (from printout) 11/04/2013 1702
COMPUTER P perecTor
X ProcrAM FILTERS
MEATERS SAMPLE CHAMBER 49 __to QUARTZSTANDARD
FLOW DETECTOR X cALiBRATION
PUMP HIGH SPEED PRINTER
D4 INDicATOR LIGHTS
SIMULATOR SOLUTION SUPPLIER REPCO MARKETING INC LOT # 12002 EXRDATE 08/29/2014
SIMULATOR TEMP (34'C + 0.2C) 34.0 0c SIMULATOR SN SD2278 EXP, DATE 12/17/2013

CALIBRATION CHECK - {ONLY ONE STANDARD {S TO BE USED PER MAINTENANCE REPORT)

Run three tests using a standard selution. All three tests must be within £5% of the standard value and must have a spread of .006 or
less. Mark the box corresponding to the standard solution being used, (PRINTOUT ATTACHED)

0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0,106% INCLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 2 -

TEST 3

TEST L - 497 099 009

PERFORM R.F.I. TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANGE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS ., (0-04) (.05-00) (10-14) 4 (15-09) , (OVER 19) |

LIST ANY NEW PARTS AND DESCRIBE ANY ALTERATION OR MCDIFICATION THAT WAS MADE TO RESTORE THE INSTRUMENT TO OPERATE SATISFAGTORILY AND WITHIN ESTABLISHED LIMITS
{USE OTHER SIDE IF NECESSARY).

.'|NSPE’CT@G'-'OFFI'CER*E-'

17 ) . PRINT FULL HAME
2 )4/2,—» SCOTT GARY CHRIS McBANE
TELEPHONE NUMBER
220179 08/03/2014 220199 08/13/2014 816-271-5339
RETURN COMPLETED REPORT TO THE: Brealh Alcohol Program, MO Departmanl of Health and Senlor Services, Southeast District Office

2875 James Bivd.
Poplar Bluff, MO 63901

Al EQUAL OFPPCRTUNITYIAFFIRIMATIVE AGTION EMPLOVER
servless provided oo o rondisgrmatgsy basis

LAB-1%

MO 530-1468 (2-08)




RePCo MARRETINGINC.

2101-188 STONYEBROOK DRIVE
RALEIGH.N.C. 27504
B519-878-5400

CERTIFICATE: OF ANALYSIS

MANUFACTURER AND SUPPLIER: RepCo Markefing, Inc.

LOT NUMBER: 12001
JOXPIRATION DATE: April 2, 2014 at 11:59 pan.

. RepCo Marketing, Inc. certifies the following:

RepCo Marketing, Inc. maenufactured, tested and supplied Lot
Number 12001 of Alcchol Certified Solution for simulators. Random
sammples of said lot number were apalyzed by an independent laboratory
uiilizing a gas chromatograph and found to contain __ 1285 gms/dl +/-
003 gms/dl wi/vol ethanol (95% Confidence).

The alcohol and distiled water used in the solution were found to be
free of any interferring substance.

This solution will produce a vapor alcohol value of _1!__5_{_}“_ +-3%
gms/210L Breath when heated to 34 Degiees Celsius -+-0.2 Dggrees C.c_alsius
in a simulator (95% Confidence). K .

The date of manufacture for this lot number is Apnl 3, 2012,
The expiration date for this lot number is Aprit ‘2, 2014

at 11:59 p.m.
This document is a true representation of the original Certificate of

Cecil B, Camer, Presxdem
RepCo Marketing, Inc.,

Form RM 02




ACE-THIS SIDE DOWN - THIS EDGE IN FIRST
£ AC DatalMaster
Evidence Ticket

STHTE OF MISSHURI
ST. JUSEFH POLICE DEPARTMEMT

BRC DATAMASTER SERIAL HUMRER &&l3és
1lr8d-s13

FESTIMG OFFICER:
GARYAECOTT

JFFICER I,.0.¢ 1813

SERMIT HUMBER: 226172

IXFIRATION DATE: G2-83-14

JIECELLAMEOUS DATH:

—~- SUPERVMIZOR MODE ——

FACE THIS SIDE DOWN - THIS EDGE IN FIRST

BAC DataMaster
Evidence Ticket

STATE OF MISZOURT
ET. JOSEFH POLICE DEPARTHENT

BAC DATAMASTER SERIAL MUMEER 201398
1148413
17562
—— DIABNOSTIC CHECK ~--
COMPLITER? DKAY

FROGRAM (84-87-208%0:  OKRY

HERTERE

SAMPLE CHAMBER: 48z
FLOW DETECTOR: ORAY
FURP

HIGH SPEED: CKAY
DETECTOR: . OKRY
FILTERE: OKRY
QUARTZ STAMDARD: OKaY
CALTBRATION: . OERY

PRINTER TERT
PRRERE Lk L /81834567 R § (= 2 PEABCIEFG
HIMLHMOPRRSTUMWRYZEN T Y abodefghi ik Lo
parstusz 4] ke '

OPERATOR SIGNATURE

BLAMK TEX . e 1768
{NTERMAL STANDFARD - VERIFIED 1763
SHTERMAL ETAHDARD B9 178
ILAMK TEST . BE5 ivs69
THTERMAL STANDARD 059 i7ias
ILAHE TEEY ’ . G iFeia
ZHTERMAL STAMDARD =559 1V
LAMK TEST - 588 LR
j=2
g, = .1
ME., = JEDEE

i 1
OR SIGNATURE
K No.

REORDER ALL SUPPLIES FRCM N.RA.S,
PO, BOX 1435, MANSFIELD, OH 44801

Gard Stock No.
6002+ REORDER ALL SUPPLES FROM NRAS.
PO, BOX 1435, MANSFIELD, CH 44801




BAC DataMaster
Evidence Ticket

STATE OF MISSOURI
ST..JOSEPH POLICE DEPARTHMEMT

FACE THIS SIDE DOWN - THIS EDGE IN FIRST

BAC DATAMASTER IERIAL HUMBER 2m19032

118413

ARREST TIME: 17:86
EUBJECT HAME:
Jd
IoE: @2-6%-59 EEHE M
STHTE~DL L, ¢ MO#89
FRRESTING OFFICER:
N
(OFFICER I.D,: 4
TESTIMG OFFIDERY
GARY-SCOTT
OFFICER 1.0.3 1813
FERMIT HUMBER: 228179
EXPIRATION DATE: 98.63/14
MISCELLANEOUS DATR:

RFI TEST
-~ BREATH AFALYSIE -—-
1
| BLANK TEST J 33
IHTERNAL STANDARD VERIFIED

RADIO INTERFERENCE

OPERATOR SIGNATURE

Card Stock No. .
Bod21 AEORDER ALL SUPPLIES FROM N.PAS,

RO, BOX 1435, MANSFIELD, CH 44901




State of Missouri
DEPARTMENT OF HEALTH

ERMIT
TYPE Il

SCOTT GARY

s hereby authorized to instruct and supervise opsrators, traln instructors, Inspect,
callbrate, perform field repairs, and operate the followlng breaih analyzer(s):

DATAMASTER; ALCO-SENSOR IV W/PRINTER

forthe determination of the alcoholic content of blood from a sample of explred (alveolar)
alr. Issued under the provisions of sectlons 577,020 through 577.041, RSMo 19886,
>

08/03/2012 ~ Ak e

Dirgotor of State Public Health Laberatory
Number 220 1 79

" 7,
Expiras 08/03/2014 %éfﬂ’“?[/’ gwg{

Direstar, Dogarlinerd of Healh
MO 8s0-07H (1-88) Lay, 4 (R7-88)




State of Missouri
DEPARTMENT OF HEALTH

PERMIT
TYPE |l

CHRISTOPHER MCBANE

is hereby authorized to instruct and suporvise operators, train instructors, nspsot,
callbrate, parform field repairs, and operate the followling breath analyzer(s):

DATAMASTER; ALCO-SENSOR IV W/PRINTER

for the determination of the alcoholic content of bload from a sample of expired (alveolar)
alr. Issued under the provisions of sections 577.020 through 577.041, RSMo 1986

-

08/13/2012 { Ak il

Director of Slate Publie Health Laboratary
Numbar ____'__.mm.-—zzo 199

Explros 08/13/2014 /%ff%‘?!/t %

Dlractor, Depariment of Health
MO §30-8771 {7-88)

Lab, 4 {R7-68)




